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ABSTRACT 

Advanced  spray  diagnostics  are  needed  for  studying  the 
formation  of  drops  in  a  variety  of  natural  and  technological 
spray  processes,  e.g.  water  falls,  bow  waves  of  ships,  and 
many  types  of  commercial  spray  atomizers,  among  others.  Of 
interest  is  the  dense-spray  near-injector  region  which  is 
typically  opaque  for  spray  diagnostics  such  as  phase  Doppler 
particle  analyzers  (PDF A).  This  is  unfortunate  because 
primary  breakup  processes  that  control  spray  size  and  velochy 
distributions  occur  in  this  optically  challenging  region. 

The  present  setup;  digital  holographic  spray  analyzer, 
allows  the  probing  of  dense  spray  regions  and  provides  the 
user  with  droplet  sizes  and  velocities  measurements  in  three 
dimensions.  The  setup  is  based  on  typical  in-line  holography 
except  that  the  holographic  film  is  replaced  with  a  CCD 
sensor.  The  actual  process  of  capturing  the  hologram  is  a 
relatively  simple  process  only  requiring  a  laser,  optics  to  form 
a  collimated  beam,  and  a  digital  camera.  The  hologram  is  then 
stored  digitally  and  reconstructed  numerically  with  a 
reconstruction  program.  After  reconstructing  the  hologram  in 
many  different  planes,  the  droplet  size  distribution  is 
measured.  In  addition  droplet  velocities  are  measured  by 
means  of  double  pulsed  exposure  configuration  and  P1V 
program.  All  these  processes  can  be  automated  which  is  the 
strength  of  this  technique.  The  output  is  a  three  dimensional 
map  of  droplets  locations,  sizes,  and  velocities. 

This  digital  holographic  spray  analyzer  was  tested  by 
measuring  droplet  sizes  inside  the  dense  spray  created  by  an 
aerated  injector  subjected  to  a  subsonic  crossflow  typical  of 
test  condition  encountered  in  ramjet  engine. 


INTRODUCTION 

Improved  spray  diagnostics  are  needed  to  better 
understand  the'  formation  of  drops  in  many  different 
applications  ranging  from  combustion  to  agriculture  to  natural 
processes  such  as  waterfalls.  Of  particular  interest  are  very 
dense  sprays  that  are  inaccessible  to  other  techniques  such  as 
phase  Doppler  particle  analyzers  (PDPA).  For  injectors  this 
dense  region  occurs  in  the  near  injector  area,  and  this  is  where 
the  primary  breakup  processes  that  control  droplet  size  and 
distribution  downstream  occur. 

Traditional  in-line  holography  has  long  been  used  for  3-D 
measurements  in  particle  fields  such  as  sprays  [1-5].  With  the 
advent  of  digital  holography,  this  technique  has  become  more 
popular  [6,  7]  since  the  costly  holographic  film  and  hazardous 
chemical  development  processes  has  been  eliminated.  Also, 
much  work  has  gone  into  digital  holographic  PIV  now  that  the 
holograms  may  be  recorded  and  reconstructed  digitally^1’. 
Many  of  the  same  problems  and  solutions  encountered  in 
holographic  PIV  may  be  used  in  analyzing  sprays  with  digital 
holography  since  both  are  trying  to  resolve  small  particles  and 
compute  velocities  for  these  particles.  The  difference  between 
the  two;  however,  is  that  in  spray  applications  the  particle 
(droplets  and  ligaments)  sizes  and  shapes  differ  at  each 
location  unlike  holographic  PIV  where  all  particles  are 
spherical  and  have  one  size. 

In-line  digital  holography  is  a  good  candidate  for  particle 
fields  because  it  greatly  simplifies  the  optical  setup  compared 
to  off-axis  setup,  and  it  is  still  able  to  resolve  particle 
diameters  and  locations  over  three  dimensions.  Also  the  in¬ 
line  configuration  reduces  the  spatial  resolution  requirements 
for  the  CCD  sensor,  which  has  an  order  of  magnitude  lower 
resolution  when  compared  with  holographic  emulsions. 
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When  the  hologram  has  been  stored  digitally  the  rest  of 
the  work  is  computationally.  First,  the  image  is  numerically 
reconstructed  which  results  in  many  images  that  represent  2-D 
“slices”  of  the  volume  focused  at  different  distances.  Then 
when  a  focused  droplet  is  found  the  size  and  location  is 
measured. 

By  incorporating  a  double  pulsed  setup  where  two 
holograms  are  taken  a  short  time  apart,  the  droplet's  locations 
can  be  tracked  across  the  two  frames  and  the  velocities  of  the 
individual  droplets  can  be  measured.  The  final  output  is  a 
three  dimensional  map  of  droplet  sizes  and  velocities. 

Nomenclature 

GLR  =  aerating  gas-to-liquid  mass  ratio 

d0  =  i  nj  ector  o  ri  free  d  s  ameter 

m  -  mass  flow  rate 

q  =  j et/freestream  momen tu m  fl ux  rati o, 

Plv / 1  PaM* 

SMD  =  sauter  mean  diameter,  di  3  /  V  d, 2 ,  t  for  all 

droplets 

u  =  velocity  component  in  the  crossflow  direction 

v  =  velocity’  component  m  jet  streamwise  direction 

x  =  cros stream  distance 

y  =  streamwise  distance 

Subscripts 

j  -jet  exit  property’ 

oo  =  ambient  gas  property 

Experimental  Methods 

Apparatus 

The  liquid  breakup  experiments  were  carried  out  in  a 
subsonic  wind  tunnel  with  a  test  section  of  0.3  m  x  0.3  m  x  0.6 
m.  The  wind  tunnel  had  glass  side  walls,  floor,  and  acrylic 
ceiling  to  provide  optical  access.  Possible  air  crossflows  were 
in  the  velocity  range  of  3-60  m/s  at  normal  temperature  and 
pressure.  The  wind  tunnel  had  a  contraction  ratio  >  16:1  and 
the  velocity  variation  inside  the  test  section  was  <  ±  1%  of 
mean  free-stream  velocity.  The  test  liquid  was  contained 
within  a  cylindrical  liquid  supply  chamber  having  a  diameter 
of  100  mm  and  a  length  of  300  mm,  constructed  of  type  304 
stainless  steel. 

Aerateddiquid  injectors  with  exit  diameters  of  0.5  mm 
and  1 .0  mm  were  used.  These  injectors  consist  of  an  inner 
tube  for  the  aerating  gas  and  an  outer  tube  for  the  liquid,  as 
shown  in  fig,  1.  The  aerating  gas  travels  through  the  inner 
tube  and  passes  through  several  1 00pm  holes  located  near  the 
end  of  the  tube.  At  sufficient  GLRs  the  gas  and  liquid  mix  to 
form  a  two-phase  flow  which  consists  of  a  gas  core 
surrounded  by  a  thin  liquid  sheet  (annular  regime). 

The  liquid  portion  was  forced  through  the  nozzle  by 
admitting  high-pressure  air  to  the  top  of  the  chamber.  The  air 
and  liquid  flowrates  were  then  controlled  by  rotameter  type 
flowmeters.  The  high-pressure  air  was  kept  in  a  storage  tank 
with  a  volume  of  0.18  m3  and  had  an  air  pressure  limit  up  to 
5000  kPa. 


Instrumentation 

The  optical  setup  consisted  of  two  frequency  doubled 
YAG  lasers  (Spectra  Physics  Model  LAB- 150,  532  nm 
wavelength,  7  ns  pulse  duration,  and  up  to  300  ml  optical 
energy  per  pulse)  which  could  be  fired  with  pulse  separations 
as  small  as  100  ns.  The  beams  were  combined  using  a 
polarized  beam  splitter  cube  and  the  intensity  was  controlled 
by  half  wave  plates  that  changed  the  direction  of  polarization. 
The  beam  then  passed  through  another  polarized  beam  splitter 
cube,  which  only  allows  either  the  horizontal  or  vertical 
portion  of  polarized  light  to  pass  through  while  the  other 
portion  is  reflected  and  directed  to  a  beam  dump.  This 
combination  of  half  wave  plates  and  beam  splitter  cubes 
controls  the  intensity  of  the  beam.  The  beam  was  then 
collimated  using  a  20x  objective  lens  and  a  3  inch  diameter 
convex  lens  with  a  focal  length  of  150  mm.  This  collimated 
beam  then  passed  through  the  test  section  and  fell  directly  on 
the  CCD  (Fig,  2).  Any  magnification  was  introduced  by  using 
a  convex  lens  with  a  focal  length  of  300m  as  relay  lens  after 
the  test  section,  and  then  capturing  a  hologram  of  the 
magnified  image  (Fig.  3). 

The  holograms  were  captured  on  a  Cooke  Corporation 
cooled  interline  transfer  CCD  camera  having  2048  x  2048 
pixels  that  were  7.4  pm  wide  by  7,4  pm  tall.  AH  holograms 
and  2-D  images  were  analyzed  using  MAT  LAB®  combined 
with  the  optional  image  processing  toolbox. 

Test  Conditions 

The  aerated  injectors  were  tested  at  an  8%  GLR  The  gas 
used  was  air  pressurized  to  160  psi  and  the  liquid  used  was 
water  also  pressurized  to  160  psi.  At  this  pressure  and  GLR, 
the  Vj  was  measured  by  using  double  pulsed  holography  at  the 
exit  of  the  jet.  The  ligaments  and  drops  were  then  tracked 
across  the  two  frames  and  the  surface  velocity  was  found  to  be 
24  m/s  for  the  injector  with  40~  1,0  mm  and  23  m/s  for  d0  = 
0.5  mm.  Using  this  jet  velocity,  the  injectors  were  tested  in  a 
crossflow  of  =  65  m/s  which  resulted  in  a  q  =  93,5  for  the 
d0  =  1 .0  mm  injector  and  a  q  =  83,6  for  the  d0  =  0.5  mm 
injector.  At  these  momentum  flux  ratios,  holograms  were 
taken  at  50  injector  diameters  downstream  of  the  injector.  The 
droplets  in  the  spray  volume  were  then  measured  and 
represented  by  the  SMD, 

This  technique  was  tested  on  the  dense  spray  created  by 
an  aerated  injector.  The  near  injector  area  (<50  injector 
diameters  downstream)  is  occupied  by  a  very  dense  spray  that 
is  inaccessible  with  other  methods  such  as  phase  Doppler 
particle  anemometry  (PDF  A).  The  less  dense  area 
downstream  has  been  measured  using  PDPA  by  Lin  et  al, 
[12,13],  but  the  near  injector  region  where  the  primary 
breakup  is  occurring  has  proved  to  be  too  dense  for  PDPA. 

RESULTS  AND  DISCUSSION 

Hologram  Recording  and  Reconstruction 

The  single  collimated  beam  setup  was  chosen  over  other 
possible  holographic  recording  methods  because  of  its 
simplicity  and  its  favorability  to  digital  recording.  The  inline 
arrangement  reduces  the  spatial  resolution  requirements  on  the 
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CCD  sensor  which  has  a  much  lower  resolution  than 
traditional  holographic  film.  The  interference  of  the  object 
and  reference  beam  creates  light  and  dark  fringes,  and 
according  to  the  sampling  theorem  each  fringe  has  to  fall 
across  two  pixels  to  be  resolved.  The  frequency  of  these 
fringes  increases  as  the  angle  between  the  object  and  reference 
beam  increase.  Therefore,  the  in-line  arrangement  is  the  most 
suitable  for  the  lower  resolution  CCD  sensors. 

In  this  single  beam  arrangement,  the  one  beam  acts  as 
both  reference  and  object  beam.  The  portion  of  the  beam  that 
passes  through  the  volume  undiffracted  serves  as  the  reference 
beam.  This  eliminates  the  need  to  match  the  optical  path 
lengths  in  order  to  stay  within  the  coherence  length  of  the 
laser. 

The  principle  drawback  with  this  single  beam  setup  is  that 
resolution  decreases  with  density  because  there  is  not  enough 
of  the  beam  that  passes  through  the  volume  unaffected  by 
particles  to  serve  as  a  reference  beam.  The  Royer  criterion 
[14]  quantifies  this  amount  of  obscuration  based  on  “shadow 
density,”  According  to  the  Royer  criterion,  hologram  quality 
can  be  defined  by:  a  shadow  density  less  than  1%  produces  a 
11  good hologram,  between  1%  and  10%  produces  a 
"margina  ["-quality  hologram,  and  greater  than  10%,  a  "bad" 
hologram.  Adding  a  separate  reference  beam  solves  the  beam 
obscuration  problem.  However,  to  keep  the  low  fringe 
frequency  both  the  object  and  reference  beam  are  combined 
with  a  beam  splitter  and  sent  to  the  CCD  with  in-line 
configuration. 

This  addition  of  a  separate  reference  beam  solves  the 
problem  of  beam  obscuration,  but  it  does  not  solve  all  the 
problems  associated  with  recording  dense  sprays.  Another 
problem  is  intrinsic  speckle  noise,  Meng  et  al.  [15]  describes 
this  speckle  noise  as  the  interference  of  the  scattering  waves 
from  multiple  particles.  When  the  scattered  light  waves 
interfere  with  each  other,  they  appear  as  a  random  pattern  of 
speckles  when  the  hologram  is  reconstructed.  This  causes  a 
problem  with  automatic  particle  measurement  because  it 
becomes  difficult  to  distinguish  a  focused  droplet  from  the 
speckles, 

Meng  et  al,  [15]  offers  two  ways  to  improve  this  problem: 
1)  suppress  the  undiffracted  reconstruction  wave  (a.k.a  dc 
term)  2)  Separate  the  virtual  and  real  image  through  an  off- 
axis  setup.  Schnars  and  Juptner  [16]  offer  two  simple  ways  of 
suppressing  this  DC  term:  1)  subtract  the  average  intensity 
from  the  hologram  or  2)  measure  the  intensities  of  the 
reference  beam  and  object  beam  separately  and  subtract  the 
intensities  from  the  hologram  before  reconstruction.  The 
method  of  average  intensity  subtraction  is  used  in  the  current 
setup. 

As  for  the  virtual  image  issue,  Meng  and  Hussain  [17] 
provide  a  novel  way  for  keeping  the  simplicity  of  the  in-line 
recording  configuration,  and  still  have  the  benefits  of  off-axis 
reconstruction.  However,  this  has  only  been  done  optically 
and  to  this  author's  knowledge  has  not  been  implemented 
digitally.  The  current  setup  neglects  this  out  of  focus  virtual 
Image  because  its  effect  is  small  enough  that  droplets  can  still 
be  resolved  and  measured  accurately. 

After  the  hologram  is  recorded,  it  is  reconstructed  using  a 
MATLAB  program  based  on  the  convolution  type  approach 


which  solves  the  Rayleigh  Sonimerfeld  formula  for 
reconstruction  of  a  wave  field.  This  is  done  with  the  use  of  the 
Fast  Fourier  Transform  algorithm.  For  more  information  on 
this  method  of  reconstruction  and  other  methods,  the  reader  is 
referred  to  Kreis  et  al.  [18],  This  convolution  method  was 
chosen  over  the  other  popular  and  faster  method  using  the 
Fresnel  approximation  because  according  to  Kreis  et  al.  [18], 
with  the  Fresnel  approximation  the  reconstructed  pixel  size 
depends  on  the  wavelength  of  the  light  and  the  reconstruction 
distance. 

Drop  Detection 

The  holograms  were  reconstructed  at  5  mm  increments 
through  the  spray  volume.  The  reconstruction  results  in  many 
planar  images  that  represent  2-D  “slices”  through  the  spray 
volume.  These  images  are  then  treated  the  same  as  any  2-D 
image  with  some  droplets  in  focus  and  others  that  are  not. 
These  the  individual  frames  are  then  manually  examined  to 
find  focused  droplets. 

When  a  focused  droplet  is  found  a  measurement  program 
is  used  that  automatically  outlines  the  droplet  and  measures  its 
dimensions.  Droplet  edge  detection  in  these  reconstructed 
holograms  is  difficult  because  the  backgrounds  of  these 
focused  images  are  generally  very  uneven  due  to  other 
droplets  at  other  planes  that  are  out  of  focus.  To  correct  these 
uneven  backgrounds  the  average  intensity  of  groups  of  pixels 
was  taken  and  then  subtracted  from  the  original  image.  This 
left  only  the  focused  droplets  with  a  much  more  uniform 
background.  Then  the  edges  of  the  droplets  can  be  located 
and  outlined.  This  outlining  process  uses  an  intensity  gradient 
method  that  assumes  the  edge  of  the  droplet  is  at  the  location 
of  the  largest  intensity  gradient. 

The  pixels  in  this  outlined  region  are  counted,  and 
properties  such  as  cross-sectional  area  and  droplet  diameter 
are  calculated.  Then  by  capturing  another  hologram  of  an 
object  with  known  dimensions  a  correlation  of  distance  per 
pixel  can  be  made.  The  actual  droplet  diameter  can  be 
calculated. 

When  the  droplet  has  been  outlined,  centroid  location  is 
also  recorded.  Using  a  double  pulsed  configuration  where  two 
holograms  are  taken  a  short  time  interval  apart,  these  centroids 
can  be  tracked  across  the  two  frames  and  the  velocity  can  be 
found.  By  applying  the  same  techniques  used  in  PIV,  these 
centroids  can  automatically  be  tracked  and  the  velocity  for 
each  droplet  can  automatically  be  found. 

Application 

This  technique  was  applied  to  an  aerated  injector.  This 
injector  produces  a  dense  spray  of  small  droplets.  The  near 
injector  region  is  an  especially  challenging  environment 
because  of  the  density  of  the  spray.  Measuring  at  a  location 
50  injector  diameters  downstream,  droplets  were  resolved  with 
an  SMD  of  18pm  which  coincides  with  the  less  than  20pm 
size  suggested  by  Lin  et,  al,  [12]  for  the  inner  spray  region. 

The  technique  was  also  applied  for  flow  visualization  at 
the  exit  of  the  injector  (Figs,  3-4),  Figure  3  is  a  digitally 
captured  hologram  using  the  in-line  technique  described 
earlier.  This  hologram  was  taken  at  2%  GLR  in  still  air. 
Figure  4  is  the  reconstruction  of  this  hologram  at  235  mm 
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away  from  the  CCD  sensor,  which  was  the  same  distance  from 
the  injector  to  CCD  in  the  recording  setup.  The  annular  two- 
phase  flow  can  clearly  be  seen  in  this  image.  At  the  exit  of  the 
injector,  the  liquid  and  gas  cores  are  still  intact.  The  thin 
liquid  sheet  is  then  broken  by  the  expanding  gas  inside. 

figure  5  is  a  reconstructed  hologram  taken  at  the  injector 
exit.  This  spray  results  from  an  8%  GLR  in  a  65  m/s 
crossflow.  The  separation  of  the  gas  and  liquid  regions  cannot 
be  seen  in  this  reconstruction  because  of  the  higher  GLR 
which  results  in  a  much  denser  spray.  It  can  be  seen  that  the 
spray  becomes  veiy  dense  very  quickly.  In  this  inner  region* 
the  droplet  density  is  very  high  which  causes  the  measurement 
difficulties  described  earlier. 

CONCLUSIONS 

A  digital  holographic  spray  analyzer  was  developed  that 
aids  in  3-D  spray  visualization  and  measurement  This 
technique  uses  a  single  collimated  beam  for  in-line  recording 
and  requires  a  relatively  simple  experimental  setup  with  the 
majority  of  the  work  being  done  computationally. 

For  high  particle  densities,  it  was  found  that  a  separate 
reference  beam  was  needed  to  solve  the  reference  beam 
obscuration  problem  related  to  the  single  beam  configuration. 
This  does  not  solve  all  speckle  noise  problems  but  does 
improve  resolution.  For  better  improvement  an  off-axis  setup 
is  required  with  the  expense  of  a  more  complicated 
experimental  setup. 

After  the  hologram  has  been  reconstructed*  droplet 
detection  and  measurement  is  done  automatically,  and  the 
droplet  diameter*  SMD*  and  centroid  location  are  recorded. 
The  addition  of  double  pulsed  holography  allows  the 
calculation  of  velocity  for  each  individual  droplet  To 
automate  this  process,  the  cross-correlation  techniques  of  PIV 
is  applied. 

This  technique  was  applied  to  the  dense  near-injector  area 
of  an  aerated  injector.  The  droplet  measurements  coincided 
with  work  done  by  others  on  this  injector.  Overall,  the 
technique  was  successful  in  this  difficult  environment 
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Fig.  1  Schematic  of  the  Injector 
Assembly. 


Polarized  Objective 


Fig.  2  Optical  Setup  Using  Single  Beam  as  Reference*  and  Object-Beam. 
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Fig.  3  Digitally  Captured  Hologram  of  Aerated  Fig.  4  Reconstructed  Hologram  of 

Jet  at  2%  GLR  in  Still  Air.  Aerated  Jet  at  2%  GLR  in  Still  Air. 


Fig.  5  Reconstructed  Hologram  of  Aerated  Jet  at  8%  GLR  in 
M=0.27  Crossflow. 
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